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A B S T R A C T
Multilayered and nanostructured coatings of Ti based alloys (oxides and nitrides) are elaborated and tested for
increasing protective properties such as corrosion and wear resistances. A pin-on-disc tribometer was used to
evaluate the wear resistance in Hank's solution against bovine bone. Corrosion behavior in Hank's solution was
determined by potentiodynamic and electrochemical impedance spectroscopy techniques. Besides, the specimen
surfaces were characterized by Atomic Force Microscopy (AFM), Scanning Electron Microscopy (SEM) and
Energy Dispersive Spectroscopy (EDS) microanalyses. The results showed that optimal tribological properties
were obtained in the case of coatings having TiN as top layer. The main wear mechanism was abrasive third body
wear. In vitro corrosion tests at 37 °C showed that the better corrosion resistance was obtained when TiN was the
top layer. However all of them exhibited good tribological properties, good corrosion resistance and then may be
promising options for biomedical applications.
1. Introduction
The challenge in biomedical implants is to improve mechanical
properties and corrosion resistance as well as biocompatibility at low
cost. Ti-6Al-4V alloy is one of the most common materials used as or-
thopedic implants into the human body. It has good mechanical prop-
erties and favorable biocompatibility in addition to an excellent re-
sistance against wear and corrosion in aggressive environments [1,2].
However, it was indicated that Aluminum and Vanadium had a nega-
tive biological responses because of their toxicity effects caused by the
dissolution of Al and V ions in the human body [3,4]. On another hand,
poor tribological behavior of Ti-6Al-4V alloy leads to a fine wear debris
causing allergy and inflammation. Another disadvantage is that caused
by the high difference between elastic moduli of the antagonists in
contact i.e. implant and bone; E (Ti-6Al-4V) is around 114 GPa [5],
while E (bone) is nearly 30 GPa [6]. Consequently, inconveniences
mentioned above lead to a decrease in the service life of the prosthesis
[7,8].
To enhance mechanical properties, biocompatibility, osseointegra-
tion, wear and corrosion resistance, protecting the Ti-6Al-4V substrates
by PVD layers was proven to be a promising solution. TiN and TiO2 are
among coatings used as protective because of their non-toxicity, good
stability, ease of mass production and high controllability [9,10]. Since
the last two decades, many researchers have shown that multilayer
coatings, especially metal/ceramic sequences, improve the mechanical
properties of the coating and their resistance to higher corrosion com-
pared to monolayer coatings [11–15]. Several interlayers should be
deposited on the substrate and below external coating surface. It's found
that ductile titanium in the intermediate layers in coatings can reduce
internal stresses and improve toughness of hard coatings [16]. The
surface of titanium alloy is naturally covered by a passive layer of ti-
tanium dioxide (TiO2), when in contact with biological environments.
Thus, passive layer create an interface between the surrounding tissue
and the implant promoting osseointegration [17–19].
In the present work, new design of multilayer coatings was elabo-
rated by DC magnetron sputtering and evaluated for their suitability as
protective coatings for biomedical implants. The tribological behavior
(against bone) and corrosion behavior in Hank's solution of the (Ti/
TiN)9 and (Ti/TiN)9/TiO2 systems have been analyzed and compared.
Multilayer coatings, used in this study, alternating successively hard
phase/ductile phase are a biomimetic design inspired from nature
(nacre-inspired materials and coatings [20,21]). Hank's solution is the
most widely used simulated human body fluid, in corrosion tests as an
aggressive medium and in wear tests as a bio-lubricant. Wang et al. [22]
reported that bio-lubricants should be considered to be an important
factor on the tribological behavior of bone and titanium alloys. The
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extreme conditions of tests, used in this study, are far from being the
case in vivo, however accidents may result and they could be an ef-
fective tool when choosing the appropriate material for the specific
implant.
2. Materials and methods
2.1. Coatings deposition
Coatings were elaborated by reactive DC magnetron sputtering
(KENOSISTEC KV40 system), using a high-purity Ti target (99.95%). Ti-
6Al-4V substrates were intended for tribological and corrosion tests
(Ø = 20 mm × 5 mm, Ra = 165 ± 5 nm) and Silicon (100) wafer
substrates (10 mm × 10 mm × 0.38 mm, Ra = 1 nm) were used for
nondestructive analysis. Coating specimens deposited on Si substrates
were cut longitudinally with a diamond tip before SEM observation of
the cross section. The Ti-6Al-4V and Si (100) substrates were ex-situ
ultrasonically cleaned for 10 min in acetone and deionized water suc-
cessively. Fig. 1 shows a scheme of the multilayer coatings elaborated in
the present work. The design consists of a pure Ti metal under layer
(~100 nm) for all the samples. Afterwards, alternating (Ti/TiN) layers
were performed by controlling the reactive nitrogen flow (purity:
99.999%). Specimens “type C1” are composed of substrate + nine re-
peating Ti/TiN layers (~180 nm thick); which means a total of eighteen
(18) layers. Specimens “type C2” and “type C3” were elaborated firstly
as well as C1. Then, the nitrogen flow was stopped and oxygen (purity:
99.995%) was introduced into the chamber. The process was conducted
with a continuous gas flow (mixing Ar + O2) ensured by an MKS mass-
flow controller during 720 s. The pressure was kept constant at the level
of 0.5 Pa. The focus is to form a TiO2 film as a top layer (~200 nm).
Two O2 partial pressures are employed i.e. O2/Ar ratio = 0.12 and O2/
Ar ratio = 0.26 during the elaboration of C2 and C3 specimens re-
spectively. The deposition parameters are summarized in Table 1.
2.2. Characterizations
2.2.1. Coating adhesion
Coating adhesion was evaluated by scratch test. The lower critical
load LC1 (cohesive failure) and the critical load LC2 (adhesive failure)
were measured with a CSM Instruments scratch tester equipped with a
diamond stylus (Rockwell C, 200 μm radius tip) under progressive
loading conditions of 1–50 N, with a 5 mm scratch length. All speci-
mens are tested in the same conditions (Table 2).
2.2.2. Corrosion
Electrochemical investigations were carried out with Autolab po-
tentiostat/galvanostat in 100 ml of the Hanks' solution at 37 °C
(pH = 7, and composition in (g/l): 8.0 NaCl, 0.4 KCl, 0.2 MgSO4·7H2O,
0.16 CaCl2·H2O, 0.04 Na2HPO4, 0.06 KH2PO4, 0.35 NaHCO3, and 1.0
Glucose). The temperature of the electrolyte was controlled by ther-
mostat with water recirculation at 37 ± 1 °C. Global measurements
were performed using a classical three-electrode cell; Pt and Ag/AgCl
(3M KCl solution) are employed as counter and reference electrodes,
respectively. The electrochemical impedance spectroscopy (EIS), was
performed at open circuit potential (OCP) after a time period of 1 h. The
frequency range was from 105 kHz to 10−2 Hz at a rate of 5 points/
decade in Eocp vs Ag/AgCl and the amplitude was set at 10 mV. The
potentiodynamic polarization test was raised from −1 V to +1 V, at a
scan rate of 1 mV/s. Before the test, specimens were immersed in the
electrolyte for 2 h to attain stable open circuit potential (OCP). The
polarization resistance (Rp) was estimated from Tafel curves using











where βa, βc are the slopes of anodic and cathodic Tafel plots.
2.2.3. Tribology
Bovine cortical bone was designed to be the upper friction coun-
terpart against rotating Ti-6Al-4V, C1, C2, and C3 disc specimens to
further simulate their (bone) in vivo tribological behavior. As this is not
possible to have spherical ball from organic matter of animal origin
(cartilage, bone, etc.), the pin-on-disc configuration provided by ©CSM
Instruments (Switzerland) tribometer is perfectly adapted for this case
and is described in details in a previous work [23]. The bone pins were
prepared (cylinder Ø = 6 mm × 20 mm, Ra = 0.73 μm) from a bovine
femur. Wear tests were conducted in accordance to the ASTM G99-95a
to determine the coefficient of friction (COF). The geometry of the pin-
on-disc tests is shown in Fig. 2. During the tests, discs were completely
immerged in Hank's solution. The flowing parameters were kept con-
stant: applied load (N = 3 N), sliding speed (v = 5 cm/s) and track
radius (r = 4 mm). The sliding distance of 100 m was long enough to
produce a breakdown of the coating. The specific wear rate was ob-
tained by the classical formula as follows:
=W V
NL
(mm /Nm)s 3 (2)
where Ws is the specific wear rate, V is the wear volume [mm3], N is the
normal load [N] and L is the sliding distance [m]. The Ws estimation
was automatically obtained by short software [23] using 3D





Ar flow (sccm) 95 68.8 90
N2 flow (sccm) – 33.3 –
O2 flow (sccm) – – (C2 = 11), (C2 = 24)
Target-substrate distance 120 mm
Substrate bias voltage −350 V
Residual pressure (Pa) 2.10−5
Working pressure (Pa) 0.5
Table 2
Thickness, adhesion and chemical composition of the layers.
Samples Thickness (μm) Adhesion test Contents (at.%)
LC1 (N) LC2 (N) N O Ti
C1 1.6 9.02 ± 1.5 30.16 ± 0.6 4.2 6.3 89.5
C2 2.6 9.27 ± 0.7 32.24 ± 0.5 0 13.5 86.5
C3 2.0 9.5 ± 0.5 32.5 ± 0.5 0 27.9 72.2
profilometry image (Optical profilometer VEECO, Wyko NT-1100). The
surface morphologies of discs and pins were examined by SEM/EDS
(JEOL JSM-5900-LV microscope).
2.2.4. Surface roughness and structure
The roughness of coatings on Ti-6Al-4V substrates was determined
using a 3D profilometer while roughness of the coatings on Si (100)
substrates was obtained by using an atomic force microscope (AFM,
Explorer, VEECO Topometrix). The scanning area of each image was set
at 5 μm × 5 μm with a scanning rate of 1.0 Hz to obtain a detailed
surface image. The structure of the coatings was analyzed by X-ray
Diffraction (Bruker diffractometer; radiation source (λ)
Co(Kα) = 0.1789 Å). The diffraction scanning angle ranges from 20 to
80° at a scanning rate of 1°/min.
3. Results and discussion
3.1. Microstructural characterization
Prior to any microstructural analysis, the microstructural phases
must be identified. XRD analyses were carried out by using the con-
ventional symmetrical Bragg-Brentano configuration on C1, C2 and C3
samples to determine the structure of the top layer on the specimen.
Fig. 3 shows the XRD patterns that highlight the crystallinity of the
deposited films on Si (100) substrates. It shows, for C1 C2 and C3
specimens, typical diffraction peaks of TiN phase ((111) at
2ϴ = 41.313° and (200) at 2ϴ = 47.16°), Ti (200) at 2ϴ = 44.96° and
TiO2 anatase phase ((112) at 2ϴ = 54.65°, (211) at 2ϴ = 56.45°, (220)
at 2ϴ = 62.68°, (221) at 2ϴ = 65.95°, and (113) at 2ϴ = 72.94°)
according to the standard ICDD cards N° 01-074-1214, 00-044-1294
and 01-071-1169 respectively and compared with available literature
[10,16]. Peaks at 2ϴ = 38.63° and 73.413° are related to the substrate
i.e. Si (200) and Si (400) respectively (ICDD card N° 00-027-1402). Our
findings provide a unique anatase phase for the two oxygen flow. It was
suggested that the selective crystal phase of TiO2 thin films (rutile,
anatase) is based on the oxygen concentration during reactive magne-
tron sputtering [24].
Remark: the strongest picks related to Si substrate (2θ > 80°) were
voluntary removed from XRD patterns.
Fig. 4 shows the cross sections and surface morphology of the
multilayer films. One can observe that the coatings fully cover the Ti-
6Al-4V substrates. Fig. 4(a–c) depicts the cross-section SEM images of
C1, C2 and C3, respectively. It is shown the typical columnar structure
of PVD coatings i.e. vertically aligned nanocolumns; the largest hor-
izontal section, are between 70 and 120 nm. The sequence (horizontal)
of the alternating layers appears clearly; the sharp boundaries are seen
at the different interfaces; it is then possible to count directly the al-
ternated layers of TiN and to estimate approximately the size of the
nanocrystallites. The SEM images in Fig. 4(d–f) show that TiN (Fig. 4d)
presents a different surface morphology in comparison to the TiO2 one
(Fig. 4(e–f)). Moreover, “protuberances” and micropores are observed
at both TiN and TiO2 surfaces. A fine microstructure constituted by
small grains with narrow size distribution was shown in the case of TiN
films. Surfaces of TiO2 films show almost spherical agglomerates of
columns. They also present a compact and homogeneous surface mor-
phology but some irregularities such as pores are clearly seen. The
composition of the surface layers was analyzed by EDS microanalyses.
The total thickness of the coatings and the final chemical compositions
are listed in Table 2.
Fig. 5 shows the three dimensional AFM images of TiN (C1) and
TiO2 (C2 and C3) coatings surface. It is obvious that all the films have a
compact structure with several “keen peaks” i.e. column tops. The
roughness of these thin films was characterized according to Ra
(Roughness average) and Rq (Rq = Root Mean Square). As presented in
Fig. 5, the deposited films have very low surface roughness. There are
no significant differences in roughness between films except C1 that has
a slightly superior Rq in comparison to C2 and C3. It is also shown in
Fig. 5 that the size of the columnar surface related to the TiO2 upper
layer (C2 or C3) are higher when compared to TiN upper layer (C1).
Besides, C2 and C3 present similar surface topography (Ra, Rq). So, in
the case of the TiO2 film, the oxygen content seems to have no influence
upon “nanofeatures of surface”. More details are presented in Table 3.
The AFM quantitative results are within the range obtained by similar
works [25].
3.2. Electrochemical analysis
One of the basic criteria to choose the material to be implanted into
human (animal) body is the corrosion resistance in Hank's solution.
Body fluids are aggressive and corrosive media for biomaterials. In
terms of corrosion, a large number of ions (Na+, Cl−, Ca2+, SO42−…)
in addition to organic acids in Hank's solution would reduce the sta-
bility of the passive film, resulting in the most negative potential owing
to more exposed metal surfaces, and finally damage and deterioration
of the implant.
3.2.1. Potentiodynamic polarization curves
Fig. 6 presents the polarization curves of uncoated (Ti-6Al-4V sub-
strate) and coated (C1, C2 and C3) Ti-alloy samples in Hank's solution
at 37 °C. The multilayer coatings improve the corrosion resistance of
substrate. Lower corrosion current density (icorr) and higher corrosion
potential (Ecorr) indicate that the sample has relatively excellent cor-
rosion resistance. From Fig. 6, it was obvious that the C1 surface sample
Fig. 2. Schematic of the pin-on-disc test.
Fig. 3. XRD patterns of C1, C2 and C3 multilayer films. Symbols ●, ▲, ■
indicated the 2 ϴ standard positions (S = substrate).
exhibited the highest corrosion resistance which can be observed by a
shift in the noble direction of the whole polarization curves towards the
region of lower current density and higher potential. However, when
passive films are on their steady state (+0.2 V/(Ag/AgCl)), the passive
current density tendency of C2 sample increases slightly relatively to Ti-
6Al-4V sample. The electrochemical corrosion parameters, including
the corrosion current density (icorr), corrosion potential (Ecorr) and Rp
are displayed in Table 4. Quantitative parameters from Table 4 indicate
that icorr of C1 is almost 0.05 μA/cm2 and Ecorr is practically equal to
zero V (Ag/AgCl). The current density of C1 specimen was lower by two
(02) orders in magnitude at least, when compared to the others. The
uncoated Ti-6Al-4V substrate exhibited the highest corrosion potential
(Ecorr = −0.38 V/(Ag/AgCl)) and a slightly lower icorr than C2. Based
on quantitative Rp values the obtained results show that: C1 > C3 >
Ti-6Al-4 V > C2 (Table 4).
From the potentiodynamic polarization curves, it can be concluded
that C1 coating has the best chemical stability in the corrosive en-
vironment, suggesting that nitride coating surface improved enough the
corrosion resistance of Ti-6Al-4V substrate. This can be explained by
the compact nitride layer acting as a barrier to corrosion [26]. The
protective nature of the multilayer coating Ti/TiN surface (higher
number of bilayers) in Hank's solution could be attributed to their lower
porosity, among others surface characteristics as suggested by Shukla
et al. [10]. This is confirmed by the obtained results for C1 when
compared to TiO2 and Ti-6Al-4V surfaces. The finding corrosion para-
meters are in the same order of magnitude and in good agreement with
literature [10], [27–30].
Fig. 4. SEM cross sections of the deposited films: (a) C1, (b) C2 and (c) C3. SEM surface morphologies of (d), C1, (e) C2 and (f) C3.
Fig. 5. AFM images of the C1, C2 and C3 multilayer films deposited on Si substrates.
Table 3
AFM Roughness average values.









C1 5 8 65 95
C2 7 6 70 97
C3 5 6 58 75
Fig. 6. Polarization resistance of the tested specimens in Hank's solution at
37 °C.
3.2.2. Electrochemical impedance spectroscopy
Fig. 7 displays the electrochemical impedance spectroscopy results
obtained for Ti-6Al-4V substrate and the coatings tested in Hank's so-
lution at 37 °C. The Nyquist plot for each tested specimen appears to be
arc of a semicircle (Fig. 7a). It can be easily confirmed that: (i) all the
coatings (C1, C2 and C3) show larger radius of curvature than Ti-6Al-
4V substrate; (ii) two loops are clearly shown in the low and in the
medium frequency range of the Nyquist plots (insert image in Fig. 7a).
The larger diameter of the curvature sample suggested that it offers
higher resistance to charge transfer process. EIS data in Bode plots
(Fig. 7(b–c)) confirm the highly electrochemical performances of C1
and the lowest performance of Ti-6Al-4V substrate. Two time constants
are observed for all of the specimens. Then two capacitive behaviors
occurred for the entire tested specimens. Such behaviors indicate im-
proved passive film properties in such conditions, already observed in
potentiodynamic technique (Fig. 6).
Fig. 7d indicates the selected electrical equivalent circuit model for
all the specimens. This model was proposed in the literature for Ti-6Al-
4V [31], Ti–6Al–4V coated Ti/TiN multilayer coatings [10] and
Ti–6Al–4V coated TiO2 [27].
3.2.3. Ti–6Al–4V substrate specimen
Reviewed literatures showed some controversy about the selected
equivalent circuit (EC) modeling the electrochemical behavior of
Ti–6Al–4V alloy in Hank's solution at 37 °C. However, all of them
[27,28–35], agree that there was evidence of the formation of a two-
layer oxide film (essentially TiO2 [35]) composed of dense inner layer
and porous outer layer. In this case, the EC model consists with Hank's
solution resistance Rs. R1, CPE1 are resistance and capacitance of
porous layer (outer) with the electrolyte inside pore and R2, CPE2;
resistance and capacitance of the barrier layer (inner). Detailed fitting
data are listed in Table 5. The resistance of the outer layer (R1 ~ 6 kΩ)
is lower than that of the inner layer by a factor of eleven (R2 = 66 kΩ),
supporting the hypothesis that the corrosion resistance is determined by
the dense inner layer.
3.2.4. Ti–6Al–4V coated specimens
In the case of C1, C2 and C3 coatings, R1 is the charge transfer
resistance produced by coating layer and R2 is the charge transfer re-
sistance that occurs on surface of the substrate. CPE1 and CPE2 are
constant phase elements used to replace the double layer capacitance of
the barrier layer. In other words, R1 represents the resistance of the
coating layer resulted from the coating defects (pores) and R2 is the
charge transfer resistance of the coating/substrate interface. The CPE1
and CPE2 are the capacitances at the solution/coating and coating/
substrate interfaces, respectively. As can be clearly seen in Fig. 7a, data
adjusted well to the proposed equivalent circuit (curve in red). The chi-
squared (χ2) average values were of the order of 10−3 and the error
percentages corresponding to each component of the equivalent circuit
was< 8%. A perfect concordance, between the experimental curve and
the fitted curve was shown in Fig. 7a.
The EIS results (Nyquist and Bode) show that: C1 > C3 > Ti-6Al-
4V > C2. From Table 5, the inner layer of C2 specimen (R2 = 24.65
kΩ) has a slightly higher value than the resistance related to the porous
layer (R1 = 23.2 kΩ) and represents the lowest resistance when com-
pared to the other specimens. At the interface coating C2/passive film
formed in Hank's solution, the inner layer doesn't play its role as a
“barrier layer”. The reason was maybe due to the low stability of this
passive film. Indeed, Daviðsdóttir et al. [36] reported, in the case of
magnetron-sputtered titanium dioxide (TiO2), that the transport of
charge between the coating and substrate depends on the activation
depth of the anatase coating, and any interface oxide layer present on
the substrate surface.
3.3. Tribological behavior
Quantitative results (wear volume/weight loss) of bone specimens
Table 4
Potentiodynamic polarization parameters of different coatings in Hank's solu-
tion at 37 °C. Data are the average values of three tests.
Sample βa (V/dec) βc (V/dec) Ecorr (V) icorr
(A/cm2) · 10−6
Rp (Ω)
Ti-6Al-4V 0.309 0.185 −0.345 0.117 490 841.17
C1 0.169 0.252 −0.071 0.049 896 077.23
C2 0.222 0.320 −0.156 0.152 364 074.30
C3 0.243 0.317 −0.142 0.105 568 623.21
Fig. 7. Electrochemical test results (EIS) in Hank's
solution at 37 °C: (a) Nyquist plots, (b) Bode plots,
(c) phase angle Bode plots and (d) equivalent circuit
model (WE = working electrode and RE = reference
electrode). (For interpretation of the references to
color in this figure, the reader is referred to the web
version of this article.)
are not so easy to obtain by simple sliding tests. In any cases they are
not reproducible. The principal reason was the structural constitution of
bone. As defined in literature, bone is built up of mineralized collagen
fibrils [37]. The term of “structure” refers to its constitution based on
the circular osteons as demonstrated in previous works [24].
3.3.1. Coefficient of friction (COF)
Fig. 8 displays tribological results of tested samples against bone
pins under Hank's solution lubrication condition at 37 °C. Fig. 8a shows
the COF as a function of the sliding distance. At the beginning of the
test, the initial COF's values are the lowest but then, they increase
abruptly to a second stage. The friction coefficient of Ti-6Al-4V sub-
strate was unstable and weaves around 0.6 during the total sliding
distance of 100 m. It is a sign of a severe wear. C1 specimen showed the
lowest values; 0.2 < COF < 0.3 before 50 m and becomes
0.3 < COF < 0.4 until the end of the test. Its average value was 0.38
(Fig. 8b). C2 and C3 reached the steady state at the beginning of the test
(after a few meters of sliding) when compared to C1.
Fig. 8b displays the average value of COF at the steady-state and
specific wear rates estimated based on the volume loss. It reveals that
the best performance was shown by C1 specimen as expected while the
worst was for the Ti-6Al-4V substrate. In the first stage, friction was
controlled by the difference in hardness and surface roughness. Bone
pin was the first damaged antagonist pair because it has the lowest
mechanical properties. After more and more sliding cycles, an increase
of temperature occurs and the surface asperities of bone are worn.
Consequently the wear debris would form an adhesive oxide film on the
Table 5











Ti-6Al-4V 45.82 3.5 0.85 5.5 92.9 0.79 66.32
C1 99.87 1.1 0.98 75.1 43.8 0.52 107.32
C2 45.93 4.3 0.84 23.2 22.2 0.72 24.65
C3 88.67 1.6 0.94 10.4 13.6 0.51 94.590
Fig. 8. Tribological test results: (a) COF evolution and (b) estimated specific
wear rates and COF values at the steady state.
Fig. 9. SEM images of the wear tracks after tribological test in Hank's solution at 37 °C of: (a) C1, (b) C2. Images (a′–b′) are the magnification of the corresponding
areas in (a) and (b).
interface between the antagonist pair. Hence, the contact area increases
leading to a higher friction force. Besides, hard and abrasive debris are
generated from the entire tribological pair in contact (debris mixture
between bone and disc) leading to the second stage characterized by a
severe abrasive wear. This result (Fig. 8b) supports the COF evolution
observed in Fig. 8a. Nevertheless, the results of Fig. 8b should be taken
with care due to the lack of data and because they are substantially
lower than others obtained in the literature [23]. Besides, it is clear that
Hank's solution doesn't play any role of lubrication in this contact pair.
3.3.2. Wear mechanisms analysis
The SEM images (Fig. 9) of wear tracks of two representative spe-
cimens i.e. C1 and C2 show the wear mechanisms involved during the
tribological tests. From Fig. 9a–b, grooves, scratches and furrows are
clearly shown, running parallel to the sliding direction (white arrows)
indicating that samples have undergo a severe abrasive wear. That is
the reason of a relatively high COF observed in Fig. 8. Abrasion zones as
well as areas outside the wear track were covered by significant
quantities of wear debris (circled areas). Black arrows indicate traces of
coating delamination at the edges of the wear track; that means dis-
appearance of the coating after sliding tests.
The coating delamination was usually caused by the residual
stresses in the substrate. However after wear tests, the detachment of
the coating on either side of the wear track can occur [38]. The film
delamination in this case is probably due to: (i) the deterioration
(abrasion) of the coating during the sliding test, layer by layer, be-
coming very thin in the area of the wear track, after more and more
cycles. As a consequence, the delamination of the “residual thin
coating” occurred at the border of the wear track maybe when the fa-
tigue strength limit of the sublayers located under the wear track was
reached i.e. at the interface limit between sub-surface areas undergoing
load/unload cycles and free sub-surface areas; (ii) the bonding strength
(adhesion between substrate/coating) provided by the used PVD
method was not sufficient enough to avoid such delamination in these
specific areas.
Further, Fig. 9(a′–b′) shows on one hand, deeply imbedded debris,
pores and voids (traces of removal particles) inside grooves. On another
hand, EDS analyses carried out in the wear tracks reveal the presence of
bone elements (inside groove (part a′) and in dark zone (part b′)),
coating elements (inside groove (part a′) and in gray zone (part b′)) and
oxygen. It suggests a transfer from bone pin to coating surface.
Fig. 10 shows SEM images of wear scar of one bone pin taken as an
example (counterpart against C1 specimen). From Fig. 10a, one can
note a higher damage and deterioration of the pin in comparison to the
disc. The magnified area of the worn surface shows large cracks
(Fig. 10b), scratches and wear debris (Fig. 10c). EDS analyses of the
wear debris (particle inside the area labeled 3 in Fig. 10c) indicates the
presence of oxygen, organic elements (Na, Ca, Cl, P…) and Ti
(Fig. 10d). These results are signs of a third body abrasive wear me-
chanism.
Finally, sliding wear of Ti-6Al-4V coated specimens according to C1
or C2 design, in Hank's solution at 37 °C undergo an oxidative wear in
the initial stage followed by a third body abrasive wear. The damage
process seems to be as follows: at the beginning of the test, debris
products come from the bone pin. After that, the pin surface in contact
against the coating specimen becomes harder and rougher as a con-
sequence of friction and increase in temperature. Thus, an “adhesive
film” could be created between the antagonist surfaces in contact
containing hard and abrasive particles (third body). The “adhesive
film” consists of a mixture between molecules (Hank's solution), frag-
ments of biological tissues, collagen (bone) and Ti-nitrides, Ti-oxides
particles (tested specimen) sticking together. As a result, when spe-
cimen rub against bone, abrasion of the tribological pair in contact
occurs.
4. Conclusion
Multilayered coatings were deposited on Ti-6Al-4V samples by DC
reactive magnetron sputtering. Two types of coatings were studied:
some films have TiN as upper layer (C1) while TiO2 with 2 different
oxygen content was the top layer of the others (C2 and C3). Obtained
microstructures reveal the crystallinity of TiN single phase for C1 and
anatase titanium dioxide for C2 and C3 coatings. All the specimens
tested in Hank's solution at 37 °C, exhibit similar electrochemical
Fig. 10. SEM images of bone pin after tribological test against specimen C1: (a) overview of the wear scar, (b) and (c) magnification of areas labeled 1 and 2, and (d)
EDS Spectrum of particles analyzed in area labeled 3.
corrosion properties. The PVD layers could effectively enhance the
corrosion resistance. The TiN upper layer presents the best tribological
performances when against bovine cortical bone. The mean mechanism
of wear involved during sliding tests was a severe third body abrasion
wear. The TiO2 upper layer doesn't play any role in the reduction of
friction as well as any inhibition of corrosion, regardless biocompat-
ibility performances, in the conditions adopted in this study.
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